
Answer:

No, that was an error in the chart in how the recorder was set up. Someone adjusted it
and we fixed the adjustment error. This is the procedure that we follow according to the
manufacturer to correct a recording error.

Answer:

The second chamber door gap at the back of the equipment is a characteristic trait of
that particular machine.
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Answer:

This also addresses the error that was identified in the third item. The temperature chart
recorder calibration was caused by the recording of false low temperatures. It was
recording inaccurately.

Answer:

We were under the assumption that the chart was keeping track of the burn and the time.
It was brought to our attention that it was not recorded properly per Robert Elmouchi
Senior Environmental Quality Analyst. I have since corrected the problem and we are
recording as the state requires. We are recording the time the case started and ended ,
also recording the name and date.
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